The aim of this study is a quality assessment of X-ray fluorescence laboratory located at the University of Khartoum. The X-ray fluorescence spectrometer system consists, a set of three 109 Cd sources of an initial nominal activity of 10 µCi, and Si(Li) detector Energy Dispersive XRF(EDXRF) systems. It is important to carry out this work because it has an effective contribution for a wide range of research and services. The assessment was carried out by measuring 8 NIST-2709a (soil) and 13 IAEA-155 (milk powder) standard reference material samples for repeatability examinations to test the measurement precision. The total combined standards uncertainty values for XRF lab were estimated by an error from repeatability measurements adding 2.6% for error propagation related to the method. For accuracy assessment, three standard statistic approaches were applied, i.e. the Bias %, zeta-score, and E n -number. The bias of all elements for both standard materials was found to be within a deviation range from −28% to 7.8%. The results of all elements for both the zeta-score test and E n -number have satisfactory results except Th (Thorium) and Zr (Zirconium) which consider as questionable results for NIST SRM 2709a and unsatisfactory results for E n -number.
nondestructive instrumental method for qualitative and quantitative analysis of chemical elements [1] . It is based on measurements of energies and intensities of the X-ray spectral lines emitted by secondary excitation of the elements of interest. The primary beam of photons from an X-ray source strikes the specimen (sample or standard). The absorption of these photons by photoelectric effect produces vacancies in the inner electron shells of the atoms of the material.
Electrons from the outer shells transfer to fill these vacancies, followed by the emission of secondary spectral lines having characteristic energies of the element (the basis of qualitative analysis), and intensities related to its concentrations [2] .
The experimental measurement of the sample is interested to be analyzed for elemental composition is irradiated using X-ray from an X-ray source ( 109 Cd, 55 Fe, 241 Am or tube excitation), the characteristic X-rays of the elements present in the sample are produced during the irradiation can be detected by an x-ray detector. The charge can be collected by the detector provides an electrical signal proportional to the X-ray energies are emitted. This signal processes to a preamplifier mounted with the detector, which integrates each detector signal to produce a voltage pulse proportional to the charge. This pulse is then amplified and shaped by a linear amplifier. The amplified signal is processed and displayed in a multi-channel analyzer (MCA) which is connected directly to a computer where the X-ray spectrum is analyzed [3] [4]. Currently, the energy dispersive radioisotope source X-ray fluorescence (EDXRF) instruments are available two basic detector types; high-resolution, low-temperature solid-state detectors (based on lithium drifted silicon) and lower-resolution, gas-filled proportional counters [5] .
One of the most important analytical chemistry laboratories in Sudan is X-ray fluorescence laboratory, it is located at The University of Khartoum (U of K), Khartoum, it has been installed in 1982 under framework of technical assistance by International Atomic Energy Agency (IAEA) to support Sudan for nuclear science education, training, and applications. An X-ray spectrometer system was supplied within that project to establish a nuclear science laboratory to service both undergraduate and research students as well research in the radio-analytical field in the country. It is presently applied in the analysis of various samples, including environmental samples, biological samples such as plants, human and animal tissues, geological samples, … etc. However, it is important to carry out this work because it has an effective contribution in the wide range of research and services.
The objective of the present work is a quality assessment for of X-ray fluorescence spectroscopy system statistically. 
Material and Method
About 1 The moisture of each reference material separately dried at 105˚C for 40 minutes under distributor with silica gel to obtain the moisture content and dry mass factor was corrected.
The average values of concentrations for major and minor constituents were calculated and compared with the reference data. The combined standard uncertainty was estimated according to error propagation for the interesting element. The standard deviation of all measurements was examined for reproducibility. The accuracy of element determination was compared with certified values and evaluated statistically using relative bias, Zeta-score and E n number test.
Statistical Evaluation
Combine standard uncertainty
The combine Standard uncertainty of measurement (U c ) is obtained by combining the individual standard uncertainties U i from type A and type B error.
This method is known as the law of propagation of uncertainty [9] which is equal to the positive square root of a sum of terms, the terms being the variances or covariances of these other quantities weighted according to how the measurement result varies with changes in these quantities [9] and is calculated as follows:
where SD is the standard deviation of (n) replicate independent measurement and method U is the estimated uncertainty of interested method. K is coverage factor which gives particular confidence level where k = 1 for combined standard and uncertainty and k = 2 for expanded uncertainty [8] [10].
Relative Bias Test:
Relative bias (%) is used to calculate the relation between the assigned value and measured value to investigate the systematic error. The RB shows that the experimental results are within the confidence interval of 95% [11] 
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Zeta-score Test:
Zeta-scores is used for improving the performance of laboratories [8] 
The E n -number is commonly used 1.0 as critical value where 1 n E < consider as accepted result this because it calculated using expanded uncertainties and using in this study to evaluate the estimated uncertainty [14] . Cd dimensions (0.2%), 109 Cd photons output (1%) and homogeneity of sample (0.5%). The calculation was carried out according to the positive square root of a sum uncertainty sources. The total combined standard uncertainties were calculated using Equation (1) for measurement repeatability see Table 1 . Table 1 present the analytical results of NIST2709a and IAEA-155 as well as assigned values with uncertainty at a confidence level of 95%. The uncertainty of measured elements on IAEA-155 were found to be between 3% to 5% and from 3% to 9% for NIST2709 a see Table 1 . Three statistical test relative bias %, Zeta-score, and E n -number of the results were carried out. For accuracy investigation, the measured value and certified value statistically compared by bias %, Zeta-score, and E n -numbers see Figure 3 and Figure 4 shows that E n -number test for all elements for both SRMs were accepted, except Th and Zr in NIST SRM 2709a which are show as unsatisfied result. El is element "n" is number of replicate, U lab . is Laboratory combined standard uncertainty with k = 1, "*" is Not calculated, LD is the lower detection limit of U of K XRF laboratory, E n is E n -number test, All results in mg/kg. 
Results and Discussion

Conclusion
For the analysis, the suitable standard reference materials used were a set of 8
NIST-2709a (soil) and 13 IAEA-155 (milk powder) standards. The relative standard deviation (%) of all interested elements were less than 15% except the Ni (25.5%) and Fe (19.15%), because the concentrations of both elements are close to the detection limit. The total combined standards uncertainty values for XRF lab were estimated by a standard deviation of measurements adding 2.6% for error propagation related to the method. For accuracy assessment, three standard statistic approaches were applied, i.e. the Bias %, zeta-score, and
En-number. The bias of all elements for both SRMs generally within a deviation ranges from −28% to 7.8%. The results of all elements for both the zeta-score test and En-number have satisfactory results except Th (Thorium) and Zr (Zirconium) which consider as questionable results for NIST SRM 2709a and unsatisfactory results for En-number. 
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